SUPERVISOR TEST

Date: 10/10/2023

OPERATOR NAME:
MICHAEL J CLIVE

%
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ermit #: 36682
pe ator Agency/Dept: UTICA CITY PD
: tandard #: 23270
‘Wominal = 0.10 g/210L
BLANK TEST 0.00 13:52
INTERNAL STANDARD VERIFIED 13:52
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.09 13:52
‘_BLANK TEST 0.00 13:53
EFERENCE -STANDARD TEMP 33.99%9¢c
EFERENCE “STANDARD 0.09 13:53
A , 0.00 13:54
FERE CE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.10 13:55
BLANK TEST 0.00 13:55
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